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FOREWORD 


This  report  was  prepared  by  Paul  Czysz  of  the  Hypersonic  Gasdynamics  Branch,  Aero¬ 
dynamics  Division,  Directorate  of  Engineering  Test,  Deputy  for  Test  and  Support,  Aero¬ 
nautical  Systems  Division,  Wright -Patterson  Air  Force  Base,  Ohio.  It  describes  the  Mach 
Number  6  through  14  configuration  of  the  High  Temperature  Facility  and  its  expected 
performance.  The  work  covers  the  period  through  February  1963. 

The  development  of  the  High  Temperature  Hypersonic  Gasdynamics  Facility  is  being 
pursued  under  the  continuing  Task  No.  142601,  “Hypersonic  Tunnel  Studies,”  Project  No. 
1426,  “Experimental  Simulation  of  Flight  Mechanics.” 

The  assistance  of  Mr.  Norman  Fisher  in  developing  and  executing  the  necessary  digital 
computer  programs  for  this  study  is  gratefully  acknowledged. 
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ABSTRACT 


The  High  Temperature  Gasdynamics  Facility  was  developed  as  a  result  of  the  Aero¬ 
nautical  Systems  Division’s  effort  to  extend  the  stateJof-the-art  in  hypersonic  aerodynamic 
simulation.  The  High  Temperature  Facility  is  a  hypersonic  wind  tunnel  supplied  with  high 
pressure  air,  heated  from  a  zirconia  dioxide  pebble  heater.  The  maximum  stagnation 
pressure  and  temperature  is  40  atmospheres  and  4700°R,  respectively.  This  facility  is 
one  of  four  of  its  kind  in  this  hemisphere  and  the  only  Air  Force  facility  of  its  type.  This 
report  discusses  the  modification  of  the  facility  to  a  two-foot  diameter  test  section  with 
a  Mach  number  range  of  6  through  14  and  its  expected  performance.  This  facility  is 
scheduled  to  be  operational  in  the  Fall  of  1963. 
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INTRODUCTION 


Simulation  of  flight  conditions  at  hypersonic  speeds  for  aerodynamic  research  is  the 
mission  of  the  High  Temperature  Hypersonic  Gasdynamics  Facility  (HTF).  This  facility 
provides  ASD  with  increased  capability  for  studying  basic  aerodynamic  and  thermodynamic 
problems  of  hypersonic  flight  with  real  gas  environments.  The  HTF  operates  intermittently 
at  stagnation  pressures  up  to  40  atmospheres  and  stagnation  temperatures  approaching 
4700°F.  This  report  discusses  the  operation  and  performance  of  the  Mach  6  through  14 
system  presently  being  installed  and  scheduled  to  begin  operation  in  the  Fall  of  1963. 


DESCRIPTION  -  General 


The  High  Temperature  Hypersonic  Gasdynamics  Facility  (HTF)  is  a  blowdown  wind 
tunnel  which  will  operate  in  a  nominal  Mach  number  range  of  6  through  14  at  stagnation 
temperatures  up  to  4700°R.  Intermittent  operation  is  provided  using  the  principle  of 
stored  air  and  stored  heat.  A  schematic  layout  of  the  facility  and  associated  systems  is 
shown  in  figure  1.  A  sketch  of  the  physical  layout  is  shown  in  figure  2.  Air  stored  at 
80  atmospheres  is  heated  as  it  passes  vertically  through  the  bed  of  the  pebble  heater. 
Expansion  to  the  desired  Mach  number  is  provided  by  a  series  of  water-cooled  nozzles. 

After  passing  through  a  free-jet  test  section  the  air  is  cooled  by  passing  through  a  heat 
exchanger  then  exhausted  into  the  vacuum  system.  A  sealed  plenum  chamber  installed 
around  the  free  jet  section  provides  the  necessary  boundary  conditions  so  that  essentially 
a  parallel,  shock-free  flow  is  obtained  in  the  test  section.  A  detailed  description  of  the 
facility  operation  can  be  obtained  in  references  1  and  2. 

Air  Supply 

The  air  supply  consists  of  a  Clark  Brothers  CMB6,  7-stage,  high  pressure  air  compressor 
which  charges  the  tank  farm  consisting  of  96  Mark  I  torpedo  flasks.  The  torpedo  flasks 
are  connected  in  four  banks  and  provide  a  total  volume  of  2200  cubic  feet  at  1200  psig. 

The  compressor  output  is  2  pounds  of  air  per  second  at  3200  psig,  which  is  dried  to  a  dew 
point  of  -80°F  by  chemical  dryers.  The  air  is  expanded  from  the  3200  psig  pressure  to 
1200  psig  for  storage  in  the  tank  farm. 

Vacuum  System 

The  vacuum  systems  consist  of  a  50-foot  diameter  sphere  of  approximately  a  60,000 
cubic-foot  volume.  This  system  is  pumped  by  a  series  of  vacuum  pumps  of  the  following 
capacities: 


Manuscript  released  by  the  author  May  1963  for  publication  as  an  ASD  Technical 
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NAME 

NUMBER 

MODEL 

Roots  Connersville 

1 

20  x  50  @  880  RPM 

1 

14  x  35  @  920  RPM 

1 

12  x  28|  @  967  RPM 

Kinney 

6 

KD  530 

Allis-Chalmers 

3 

27D 

3 

US 

1 

10GG 

1 

7DB 

This  system  is  shown  in  figure  8.  The  performance  of  the  vacuum  pumps  is  shown  in 
figure  9  and  the  expected  run  time  for  a  facility  utilizing  the  system  is  presented  in 
figure  10  with  nozzle  weight  flow  as  parameter. 

Model  Support  System 

The  model  support  system  can  accomodate  two  struts  each  capable  of  being  injected 
into  the  air  stream.  The  strut  and  indexing  system  is  mounted  on  a  pitch  sector  which  has 
a  range  of  ±  45°.  A  pressure  switch  is  provided  which  switches  up  to  60  pressure  lines 
from  the  two  models  to  a  common  pressure  measuring  system;  and  mounted  between  the 
two  struts  is  a  thermocouple  reference  junction  box  which  switches  up  to  100  thermo¬ 
couples  from  each  model  to  a  common  amplifier  system.  The  center  of  rotation  of  the 
pitch  system  is  adjustable  14  inches  parallel  to  the  nozzle  horizontal  axis.  The  model 
support  is  designed  for  three  modes  of  operation,  these  are:  Fixed  point,  -  pitching  to  a 
preselected  angle  of  attack  for  a  selected  period  of  time.  Pitching,-  pitching  at  a  pre¬ 
selected  rate  to  an  angle  of  attack  limit,  and  immediately  returning  to  zero.  Pitch  and 
pause,-  pitching  to  a  preset  limit  in  increments,  pausing  at  each  increment  for  a  preset 
interval.  The  model  support  can  be  automatically  cycled,  or  manually  controlled.  The 
angle  of  attack  readout  system  is  a  digital  system  accurate  to  0.01  degree.  A  sketch  of 
this  system  is  presented  in  figure  3. 

Nozzle 

The  nozzle  is  axisymmetric  with  an  exit  diameter  of  24  inches.  The  complete  nozzle 
system  consists  of  a  series  of  conical  throat  sections  with  different  throat  areas  to  pro¬ 
vide  nominal  Mach  numbers  8,  10,  12,  and  14.  The  coordinates  of  these  throat  sections 
are  given  in  table  1.  The  exit  Mach  number  at  the  end  of  the  conical  section  is  from  5  to 
7,  so  that  the  static  temperature  is  low  enough  to  be  approximately  a  perfect  gas.  The 
straightening  section  is  then  a  section  of  a  contoured  nozzle  obtained  from  reference  9 
for  a  Mach,  number  10  for  a  ratio  of  specific  heats  equal  to  1.40.  The  contour  of  this  sec¬ 
tion  is  tabulated  in  table  2.  A  sketch  of  the  nozzle  assembly  is  shown  in  figure  5.  This 
nozzle  is  so  designed  that  the  throat  sections  can  be  replaced  without  removing  the  straight¬ 
ening  section  from  the  facility.  For  Mach  numbers  other  than  8  the  inflection  point  is  up¬ 
stream  of  the  separation  joint  of  the  throat  section  and  straightening  section;  so  that  for 
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the  Mach  number  10,  12,  and  14  throat  sections  the  portion  from  the  end  of  the  conical 
section  to  the  end  of  the  throat  section,  is  a  continuation  of  the  straightening  section  con¬ 
tour.  Based  on  the  experience  with  the  Mach  number  4  configuration  of  this  facility,  the 
disturbance  due  to  the  joint  should  be  less  than  that  produced  by  the  nozzle  wall  erroded 
by  the  hot  gases.  The  nozzle  contours  from  the  beginning  of  the  conical  expansion  section 
with  the  displacement  and  velocity  boundary  layer  for  two  Reynolds  numbers  are  shown  in 
figure  17  for  Mach  8,  10,  12,  and  14  nozzles. 

The  Mach  number  6  and  7  nozzles  will  be  individual  nozzles  interchangeable  with  this 
nozzle  system.  These  are  expected  to  be  available  in  the  Fall  of  1964. 

Test  Section  and  Diffuser 

The  test  section  is  a  free  jet  type  enclosed  within  a  large  plenum  chamber.  The  free 
jet  was  chosen  for  obvious  reasons  of  simplicity  and  to  allow  for  model  insertion  after 
the  flow  had  been  established.  The  diffuser  is  designed  to  provide  a  moderately  good 
pressure  recovery  with  the  model  in  the  test  section.  The  design  is  based  on  references 
10  and  11,  and  these  basic  principles  were  successfully  applied  to  the  diffuser  used  in 
the  Mach  4  configuration  (ref  2). 

Heater  Operation 

Although  a  complete  description  of  the  operation  of  the  pebble  heater  is  given  in  ref¬ 
erences  1  and  2,  additional  information  on  the  effect  of  operational  methods  on  flow  quality 
in  the  test  section  is  necessary.  Even  during  the  initial  operation  of  the  heater  in  1960 
it  became  apparent  that  long  idle  times  between  runs  significantly  added  to  the  amount  of 
dust  in  the  air  stream.  During  the  1961-1962  operation  every  attempt  was  made  to  make 
at  least  three  runs,  with  at  least  one  run  over  3000°F  during  a  day  of  operation.  The  down 
time  between  model  changes,  maintenance,  and  so  forth,  was  usually  no  greater  than  48  hours. 
During  this  down  time  the  heater  was  on  idle  condition  with  the  top  of  the  bed  at  about 
2S00°F.  As  long  as  this  schedule  was  maintained  (approximately  5  months)  the  amount  of 
zirconia  dust  was  negligible,  in  fact,  no  worse  than  dusting  associated  with  some  conven¬ 
tional  return  flow  tunnels.  When  a  long  delay  did  occur,  a  week’s  duration  or  more,  the 
pressure  drop  across  the  pebble  bed  during  burning  increased  markedly.  The  operation 
after  these  long  idle  periods  produces  increasing  amounts  of  dust  in  the  air  stream  and 
serious  reductions  in  the  porosity  of  the  pebble  core.  In  order  to  continue  operation  the 
procedures  outlined  in  reference  2  were  used  but  the  dusting  was  not  reduced  to  the  orig¬ 
inal  low  levels.  If  the  duration  of  the  idle  cycle  of  the  operation  between  program  changes 
is  minimized  it  appears  that  the  dusting  level  can  be  maintained  low  for  most  of  the 
refractory  life,  at  least,  longer  than  the  five-month  figure  already  achieved  and  therefore, 
not  seriously  impair  the  quality  of  the  test  medium.  A  cross  section  of  the  heater  is  shown 
in  figure  4. 

Performance 

The  performance  of  the  High  Temperature  Hypersonic  Gasdynamics  Facility  with  the 
Mach  6  through  14  system  is  shown  in  figures  11  through  16.  Each  figure  contains  a  group 
of  graphs  presenting  all  the  pertinent  variables  for  a  particular  nozzle  system.  These  are: 

ev*  rv  Do  M 

M  ,8  ,  8  ,  w  ,  q  ,  P  ,T  ,V  ,  ,  P  ,  - —  , 

°2  v  Re /i. 

and  running  time.  The  details  of  the  formulation  for  these  calculations  are  presented  in 
the  Appendix. 
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Concluding  Remarks 

The  facility  described  provides  the  Air  Force  with  the  In-House  capability  required  of 
a  vigorous  applied  research  program  in  aerothermodynamics.  This  increased  capability 
is  an  extension  of  the  capability  which  provided  the  means  to  meet  the  needs  of  ASH  in 
its  demands  for  quick  reaction  capability  in  applied  research  during  the  1960  through 
1962  period.  The  HTF  is  not  a  “production”  test  facility  in  the  sense  of  providing  solutions 
to  detail  vehicle  development  problems.  It  is  directed  toward  providing  experimental  veri¬ 
fication  and  correlation  of  ideas  in  such  detail  as  required  by  the  research  engineer,  and 
to  investigate  the  fundamental  problems  of  correctly  measuring  the  associated  physical 
phenomena.  For  this  reason  the  configuration  of  the  HTF  is  not  expected  to  remain  static. 

If  it  is  to  be  of  value  in  applied  research  programs  the  experimental  facility  must  keep 
pace  with  the  advancing  technology. 
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NORMAL  SHOCK  RELATIONSHIPS 


Let 


7M2-I 


4-'  •« 


km"  corr(tt) 

(ID 

m 

*<.2=  C0RR(-^) 

(12) 

e  e  +  ( \ 

C  +  6  ) 

k,3  ■-  C°RR  (jr) 

(13) 

-2  /  6£  +  1  \ 
U+* ) 

k14=  cORR(ir) 

(14) 

These  corrections  for  a  non-perfect  gas  become  increasingly  inaccurate  with  decreasing 
stagnation  pressure  and  therefore  are  only  approximate.  A  computer  program  has  since 
been  developed  for  data  reduction  considering  the  exact  gas  composition. 

Saturation  Limits  for  Air: 


From  references  14  and  15  the  saturation  conditions  can  be  expressed  as: 

P 

s 

selecting  T0  and  M  then. 


MV 


Ts  5 


T„  K 


o  ~2 
V 


The  corresponding  P  can  then  be  found,  so  that 
s 


po 


p»  V 


3  .8 


(15) 


(16) 


The  stagnation  temperature  and  pressure  at  which  saturation  occurs  can  then  be  found 
as  a  function  of  Mach  number.  These  results  are  presented  in  figure  7. 

Nozzle  Performance: 


Once  the  nozzle  exit  diameter  and  throat  diameter  have  been  selected,  then  the  displace¬ 
ment  boundary  layer  required  to  operate  at  a  selected  T0  and  M  is: 


-«  -  t  -  r*  ( —  K  1° 8 

8  •  '  1  tf'V 

REO  0 


(17) 


The  displacement  boundary  layer  thickness  is  given  by  reference  13. 
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0. 5556  M 
[(R./il.X,]0 


(18) 


This  can  be  developed  into 


-s 

5  =  i  .1387  »  io  — £■ 


-0.414  0.727 

X  A 


1.030  0.892 

M  7) 


0.2  74 


(19) 


From  references  13  and  16  the  corrections  for  wall  enthalpy  ratio  can  be  implied  as 
follows: 


T  1  049 


(20) 


where 


This  implies 


0.22  (  T0  -  T„)  +  0. 5  (  Tw  -  T—  ) 


P,V-* 


.*  (  T- \2 
r a  R‘*  W 


(21) 


(22) 


from  this  we  have 


8  r  T  ,o.4o 

3  [0.33  +  0.75  ~j 

°AW 


(23) 


since  the  data  from  reference  13  was  taken  at  approximately  hw/ho  wO.ll,  we  have 


-  -  f  0.80  +I.8I  ^  1 

S*,.-  1  T0  J 


0.60 


(24) 


s, 

The  pressure  required  to  operate  at  a  selected  M  and  T0  is  then,  combining  equations 
17,  19,  and  24. 


P°  "  ><3*S 


i.i 


-»/  T  \0.6  0.414  0.724  1.06  I 

387  x  10  f  0.80  +  1.81  j*  J  TQ  X§  M  7) 


0.802 


[  re  -  0.7607  r*  ] 


3.623 


(25) 


The  isentropic  and  normal  shock  relationship  can  now  be  evaluated  for  the  P0,  T0,  and 
M  . 


7 


The  nozzle  weight  flow  is: 


w 


n 


0.4180  -^=(  8*)  K- 

■/T0  7 
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(26) 


where  K9*  is  K9  evaluated  at  T* 

as  a  check  for  equation  5  the  freestream  velocity  was  computed  as: 

V„  =  M  A  (27) 

00  00  OQ 

In  all  cases  equations  27  and  5  checked  identically  for  three  significant  figures.  The 
velocity  boundary  layer,  from  reference  13  is  given  by 

0.792  (o.  80  +  1.81  y*  )  M0'®24 

o  .  _ \ _ ~o  ' _ 

°  r  io.  t«* 

[ ( R*/A)  Xe  J 

Conditions  at  Vacuum  Sphere 

The  temperature  at  the  exit  of  the  heat  exchanger  is  designed  to  be  approximately  610eR. 
Based  on  diffuser  recovery  with  a  model  in  the  test  section,  it  was  assumed  that  50  percent 
of  P  is  recovered  at  the  diffuser  exit.  Based  on  a  conservative  estimate  of  the  pressure 
dropmcross  the  heat  exchanger,  it  was  estimated  that  25  percent  of  P  would  be  recorded 
at  the  vacuum  pump  inlet.  08 

R  =  0.25  P  (28) 

S  2 

The  gas  density  is 

p  -  0.01846  P  (29) 

»  03 

The  volume  flow  is 


Running  Time 


The  rate  of  pressurization  of  the  vacuum  system  is  derived  from  the  continuity  equation 
as  follows: 


where 


if.  .  "in  -  "out 
dt  V 


(30) 


w.  s  w 
in  n 


out 


psv 


RT 
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then 


and 


dP  **nRT  ~  p3^ 


for  the  general  case: 

The  volume  flow  and  pressure  are  both  functions  of  time,  so  that  numerical  integration 
is  required.  This  solution  for  the  pump  characteristics  in  figure  9  is  presented  in  figure 
10  with  nozzle  weight  flow  as  parameter. 


If  the  assumption  of  constant  pumping  speed  is  valid,  then  equation  31  can  be  integrated 
as  follows: 

From  equation  31, 

dp 


*  RT 
n 


dt 


(32) 


this  may  be  integrated  directly  as 


)  •  4- 


dr 


when 


t  =  0 


P,=  P. 


!tv 


*nRT 

—  -p» 


_  P: 


then 


v 

feon*font  *  ”v 
pumping 


"nRT-P»*  \ 
wnRT-p.V  / 


(33) 


For  calculation  of  the  running  times  included  in  the  performance  of  the  nozzle  systems, 
figures  11  through  16,  equation  33  was  used  with  the  following  assumptions: 


p3  <  5  x  10"1 

mm  Hg 

V  =  30,000  cfm 

Pa  >5  X  10-1 

mm  Hg 

V  =  10,000  cfm 

T3  =  610°R 
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for  the  case  of  no  pumps,  V  = 


which  can  be  integrated  as 


0,  we  have  then  from  equation  31 

dp  wnRT 
d  t  V 


(34) 


t 


no 

pumps 


(P3  ~Pj)v 


(35) 
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TABLE  1 


COORDINATES  OF  CONICAL  THROAT  SECTIONS 


Nozzle  Mach  =  8 


Nozzle  Mach  =  10 
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TABLE  1  (Cont’d) 

COORDINATES  OF  CONICAL  THROAT  SECTIONS 


Nozzle  Mach  =12 

Nozzle  Mach  =  14 

X 

Y 

X 

Y 

6.6271 

1.1662 

5.5749 

0.8657 

7.6271 

1.4018 

6.5749 

1.1102 

8.6271 

1.6374 

7.5749 

1.3547 

9.6271 

1.8731 

8.5749 

1.5991 

10.6271 

2.1087 

9.5749 

1.8436 

11.6271 

2.3444 

10.5749 

2.0881 

12.4559 

2.5397 

10.5853 

2.0907 
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TABLE  2 

COORDINATES  OF  STRAIGHTENING  SECTION 


X 

Y 

X 

Y 

10.000 

1.9467 

51.000 

9.0332 

11.000 

2.1916 

52.000 

9.1521 

12.000 

2.4318 

53.000 

9.2693 

13.000 

2.6672 

54.000 

9.3848 

14.000 

2.8981 

55.000 

9.4987 

15.000 

3.1245 

56.000 

9.6109 

16.000 

3.3465 

57.000 

9.7216 

17.000 

3.5642 

58.000 

9.8308 

18.000 

3.7778 

59.000 

9.9386 

19.000 

3.9873 

60.000 

10.0448 

20.000 

4.1928 

61.000 

10.1497 

21.000 

4.3944 

62.000 

10.2532 

22.000 

4.5922 

63.000 

10.3553 

23.000 

4.7863 

64.000 

10.4561 

24.000 

4.9768 

65.000 

10.5556 

25.000 

5.1638 

66.000 

10.6538 

26.000 

5.3473 

67.000 

10.7507 

27.000 

5.5274 

68.000 

10.8464 

28.000 

5.7043 

69.000 

10.9409 

29.000 

5.8779 

70.000 

11.0342 

30.000 

6.0485 

71.000 

11.1264 

31.000 

6.2160 

72.000 

11.2173 

32.000 

6.3805 

73.000 

11.3071 
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TABLE  2  (Cont'd) 

COORDINATES  OF  STRAIGHTENING  SECTION 


X 

Y 

X 

Y 

33.000 

6.5421 

74.000 

11.3958 

34.000 

6.7009 

75.000 

11.4834 

35.000 

6.8570 

76.000 

11.5698 

36.000 

7.0104 

77.000 

11.6551 

37.000 

7.1612 

78.000 

11.7393 

38.000 

7.3094 

79.000 

11.8225 

39.000 

7.4552 

80.000 

11.9045 

40.000 

7.5986 

81.000 

11.9854 

41.000 

7.7396 

81.185 

12.0003 

42.000 

7.8783 

43.000 

8.0148 

44.000 

8.1491 

45-000 

8.2813 

46.000 

8.4115 

47.000 

8.5397 

48.000 

8.6659 

49.000 

8.7902 

8.9126 
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Figure  1.  Schematic  of  Facility  Systems 
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Figure  1.  Schematic  of  Facility  Systems 
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DRAIN  LINE 
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o  HEATER  °° 

©  HOT  VALVE  (  MV -7 ) 

©  NOZZLE  ^ 

©  TEST  CABIN 
©  DIFFUSER 

©  AIR-  WATER  HEAT  EXCHANGER 
©  WATER-WATER  HEAT  EXCHANGER 
©  VACUUM  ISOLATION  VALVE 
©  VACUUM  PIPE  TO  SPHERE  8  PUMPS 
®  MODEL  SUPPORT  (2  MODELS) 

(fi)  WATER- WATER  HEAT  EXCHANGER 
®  SCHLIEREN  WINDOWS  (  24"0IA. ) 

@  QUARTZ  WINOOWS  <4"0IA.)  9  AVAILABLE 
®  ACCESS  DOOR 
©  ELECTRICAL  ,  HYORAULIC  B  INSTRUMENT  PENETRATIONS 
©  BURNER  INSTALLATION 

@  EXHAUST  STACK  (COMBUSTION  PRODUCTS) 

®  LIGHT  PATH  SHIELD  (  INSTALLED  WHEN  OPERATING) 


Figure  2.  Facility  Drawing 
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Figure  5.  Mach  Number  8-14  Nozzle  Liner 


Figure  6.  Diffuser  Assembly 
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Figure  8.  Schematic  Diagram  of  Vacuum  System 
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Figure  9.  Vacuum  Pump  System  Performance 
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Figure  10  Cont’d 
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Figure  11  -  Performance  Curves  For  Mach  6  Nozzle 


Nozzle  Length: 
Throat  Diameter: 
Exit  Diameter: 


81.1R5  inches 
1.260  inches 
12.580  inches 
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Figure  11  Cont’d 
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(continuous  with  pumps) 
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Figure  12  -  Performance  Curves  For  Mach  7  Nozzle 


Nozzle  Length:  81.185 

Throat  Diameter:  1.260 
Exit  Diameter:  16.520 


inches 

inches 

inches 
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Figure  12  Cont’d 
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Figure  12  Cont’d 
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Figure  12  Cont’d 


ASD-TDR-63-456 


Figure  13  -  Performance  Curves  For  Mach  8  Nozzle 


Nozzle  Length: 
Throat  Diameter: 
Exit  Diameter: 


81.185  inches 
1.260  inches 
24.000  inches 
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Figure  13  Cont’d 
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Figure  13  Cont’d 
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Figure  13  Cont’d 
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Figure  14  -  Performance  Curves  For  Mach  10  Nozzle 


Nozzle  Length: 
Throat  Diameter: 
Exit  Diameter: 


81.185  inches 
0.807  inches 
24.000  inches 
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Figure  14  Cont’d 
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Figure  14  Cont’d 
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Figure  15  -  Performance  Curves  For  Mach  12  Nozzle 


Nozzle  Length: 
Throat  Diameter: 
Exit  Diameter: 


81.185  inches 
0.447  inches 
24.000  inches 
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P0  (psia) 


Figure  15  Cont’d 


74 


ASD-TDR-63-456 


0  100  200  300  400  500  600  760 


P0  (psia) 


Figure  15  Cont’d 
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Figure  15  Cont’d 
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Figure  16  -  Performance  Curves  For  Mach  14  Nozzle 

Nozzle  Length:  81.185  inches 

Throat  Diameter:  0.  2644  inch 
Exit  Diameter:  24.000  inches 
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Figure  16  Cont’d 
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Figure  17  Cont’d 
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